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Objective  To determine the reliability and validity of hand-held dynamometer (HHD) depending on its fixation in 
measuring isometric knee extensor strength by comparing the results with an isokinetic dynamometer.
Methods  Twenty-seven healthy female volunteers participated in this study. The subjects were tested in seated and 
supine position using three measurement methods: isometric knee extension by isokinetic dynamometer, non-fixed 
HHD, and fixed HHD. During the measurement, the knee joints of subjects were fixed at a 35o angle from the extended 
position. The fixed HHD measurement was conducted with the HHD fixed to distal tibia with a Velcro strap; non-fixed 
HHD was performed with a hand-held method without Velcro fixation. All the measurements were repeated three 
times and among them, the maximum values of peak torque were used for the analysis. 
Results  The data from the fixed HHD method showed higher validity than the non-fixed method compared with 
the results of the isokinetic dynamometer. Pearson correlation coefficients (r) between fixed HHD and isokinetic 
dynamometer method were statistically significant (supine-right: r=0.806, p<0.05; seating-right: r=0.473, p<0.05; 
supine-left: r=0.524, p<0.05), whereas Pearson correlation coefficients between non-fixed dynamometer and 
isokinetic dynamometer methods were not statistically significant, except for the result of the supine position 
of the left leg (r=0.384, p<0.05). Both fixed and non-fixed HHD methods showed excellent inter-rater reliability. 
However, the fixed HHD method showed a higher reliability than the non-fixed HHD method by considering the 
intraclass correlation coefficient (fixed HHD, 0.952-0.984; non-fixed HHD, 0.940-0.963). 
Conclusion  Fixation of HHD during measurement in the supine position increases the reliability and validity in 
measuring the quadriceps strength.

Keywords  Muscle strength dynamometer, Isometric contraction, Physical restraint, Dimensional measurement 
accuracy, Knee joint
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INTRODUCTION

Assessment of muscle strength is one of the important 
predictive factors not only of neurological diseases or 
musculoskeletal disorders, but also of the physical func-
tion of elderly people. In particular, the lower extremity 
muscle strength is known as an important indicator of 
gait and physical functions of the elderly population [1,2]. 
Most recently, handgrip strength has been known to be 
highly associated with the lower extremity muscle power, 
the knee extensor torque and the cross-sectional area of 
the calf muscles among the elderly [3,4], and accordingly, 
has been used for clinical or research purposes in the 
geriatric field. However, this method is not for a direct 
measurement of the lower extremity muscle strength and 
many confusing factors affect the reliability and validity 
of the handgrip strength method. Moreover, the absence 
of a standard measurement method has limited its clini-
cal applications [5,6].

Isokinetic dynamometer has been used as a reliable 
and objective equipment for measuring the lower ex-
tremity muscle strength [7-10]. However, it is expensive, 
requires separate space, is not portable, requires a long 
measurement time and a trained rater, and may impose 
a heavy cost burden on researchers or patients. Accord-
ingly, this method has been used for research purposes, 
but not often for large-scale studies. 

In addition to the isokinetic dynamometer, the fixed dy-
namometer and hand-held dynamometer (HHD), which 
are portable devices, have been used for muscle strength 
measurement [11]. The fixed dynamometer has been 
used for research in a few studies, and has been primar-
ily used for the fixation of dynamometer in order to avoid 
rater interference. However, it cannot be used for porta-
ble purposes because it needs to be fixed on to a column 
or wall in order to anchor it; further, it requires additional 
equipment and therefore is seldom used for research or 
clinical purposes at present. In addition, the direction of 
muscle strength measurement and dynamometer should 
be placed on the same line as the anchor; thus, there are 
limitations in its measurement position, joint angle and 
measurement site. Accordingly, its reliability is inferior to 
that of HDD in measuring the strength of some muscles 
[12,13]. In comparison, HHD can be directly attached 
to a specific body area in any position; however, it also 
has limitations in its measurement position, joint angle, 

measurement site, measurement type, muscle contrac-
tion type and speed. These limitations are also seen in 
the fixed dynamometer. Moreover, it has rater factor 
problems, such as the muscle strength and proficiency 
of the raters, which can affect the test results [14]. Ac-
cording to the systematic literature review conducted by 
Stark et al. [15], no standard HHD method that can verify 
the appropriate levels of reliability and validity has been 
established yet; hence, it cannot completely replace the 
isokinetic dynamometer test in clinical cases. Neverthe-
less, Thorborg et al. [16] reported that the HDD test fixat-
ing the device for measuring the muscle strength near the 
hip joint had reduced the rater errors that were observed 
with HHD and also had improved its reliability. 

When the reliability of HDD, which is easy to carry and 
use, is enhanced and its standard protocol is available, 
it can be a highly recommendable method of muscle 
strength assessment. In this study, the peak knee exten-
sor torque was measured using the typical non-fixed 
HHD method of holding the HDD and the fixed method; 
then, the results were compared with those of the iso-
kinetic dynamometer method in order 1) to confirm their 
validity, 2) to assess their reliability through a test-retest 
method, and 3) to confirm the difference in the knee ex-
tensor muscle strength results of the HDD test, according 
to the measurement position. Based on the outcomes, 
the ideal measurement method and position are suggest-
ed in this study by confirming the reliability and validity 
of the HHD test, which is for measuring the knee exten-
sor muscle strength.

MATERIALS AND METHODS

The study protocol was approved from the Institutional 
Review Board of Chung-Ang University Hospital. The 
subjects were recruited through advertisements and were 
informed of the purpose and nature of this study before 
they signed the written consent form.

Subject
Of the 30 recruited women in their 20s and 30s, three 

who were suffering from musculoskeletal diseases at 
the time of their recruitment; who had undergone mus-
culoskeletal surgery that could have affected both their 
legs; who had abnormal physical examination findings 
in their knee or hip joint; who had a history of diabetes, 
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thyroidism or hypertension; or who performed vigorous 
exercises that could affect their muscle strength during 
the study period were excluded from this study. Eventu-
ally, 27 healthy young women were eligible in this study. 
The mean age of the subjects was 23.9±2.9 years; their 
mean height, 162.0±5.1 cm; their mean weight, 51.4±5.1 
kg; their mean muscle mass which was measured by a 
bioimpedance analysis, 20.5±2.0 kg; and their mean body 
mass index, 19.6±1.5 kg/m2. All the subjects identified 
their right legs as their dominant legs.

Methods
The subjects participated in this study twice, with a 

one-week interval in between. Three trained male rat-
ers of the isokinetic dynamometer (Biodex System 3; 
Biodex Medical Systems, New York, NY, USA) and HHD 
(JTECH Medical, Salt Lake City, UT, USA) tests measured 
the respective peak isometric torque (unit, Nm) and the 
peak muscle force (unit, N) of both of the subjects’ knee 
extensors. On the first day, one rater conducted the iso-
kinetic dynamometer test thrice; and after the HHD was 
fixed, each of the three raters made measurements three 
times. On the second day, the HHD was fixed and one 
of the three raters made three measurements, and then 
each of the three raters made three measurements using 

the non-fixed HDD (Fig. 1). The isokinetic dynamometer 
test and the HHD test were randomly conducted. Each 
measurement was conducted with a five-minute interval 
in order to prevent muscle fatigue [17]. All the tests were 
conducted 1) in the sitting and supine positions and 2) 
on the right and left legs.

Isokinetic dynamometer test
For the isokinetic dynamometer test, the subject was 

seated on a dynamometer chair, and the lateral femoral 
condyle of her knee joint was aligned with the rotating 
axis of the dynamometer. Then, her knee joint was flexed 
from the maximum extension angle by 35o before her 
ankle was fixed with a Velcro strip on the rotating axis 
of the isokinetic dynamometer in order to measure the 
isometric peak torque (Nm) of the knee extensor (Fig. 
2). The flexion position was chosen after considering the 
study results of high-level surface EM� activity with the 
knee joint that was flexed by 35o [18] and the favorable 
reliability of the test results with the stable subject’s knee 
joint that was flexed by 35o in the HHD test for the knee 
extensor torque [19,20].

HHD test
Similar to the isokinetic dynamometer method, the 

Fig. 1. Flow chart represents a pro-
cess of the study.
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Fig. 3. Study participant positioning for fixed and non-fixed HHD methods. (A) Fixed HHD method with sitting and 
supine position was observed. (B) Non-fixed HHD method with sitting and supine position was observed.

Fig. 2. Study participant positioning for isokinetic dynamometer. (A) Sitting position and (B) supine position. 
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subject was in a sitting or supine position, with her knee 
joint flexed from the maximum extension angle by 35o, 
after which the HDD was positioned in the area that was 
fixed with the ankle belt in the isokinetic dynamometer 
test in order to measure the isometric peak flexion force 
(N) of both knee joints (Fig. 3). Similar to the isokinetic 
dynamometer test, the HDD was fixed in the area that 
was 2 finger breadths above the ankle joint and distal to 
the tibia using a belt or the rater’s hand. When the fixed 
HHD was used, it was fixed at the lower edge of the slant-
ing surface of the slanting box using a belt. The slanting 
surface was firmly fixed on the bottom of the box during 
the test to prevent any movement or lifting (Fig. 3). As 
the same HDD was used in both the fixed and non-fixed 
methods, errors that could have occurred due to the dis-
crepancy in the type of HHD were prevented

In the HHD test, the intra-rater reliability was assessed 
by comparing the results of the first- and second-day 
tests, which were conducted by the same rater. To assess 
the inter-rater reliability in the fixed HHD method, each 
of the three raters measured the peak knee extensor force 

of both legs three times on the first day. To assess the 
inter-rater reliability in the non-fixed HHD method, each 
of the three raters measured the peak knee extensor force 
of both legs three times on the second day.

Statistical analysis
To compare all the muscle forces (N) that were mea-

sured using the HHD with the peak torque (Nm), which 
was measured with the isokinetic dynamometer, the 
length (m) between the knee joint and the ankle was 
measured and then multiplied by the muscle force (N), 
which was measured using the HHD, in order to calculate 
the peak torque (Nm). 

To confirm the validity of the peak knee joint torque 
values that were measured using the fixed and non-fixed 
HHD tests, the values that were measured in the isokinetic 
dynamometer test were compared with the results of the 
paired samples t-test and Pearson correlation analysis. 

To assess the reliability of the fixed HHD test, the intra-
class correlation coefficient (ICC) and the standard error 
of measurement were calculated using the test-retest 
method. To confirm and compare the reliability of the 
fixed HHD test with the non-fixed HHD test, the inter-
rater ICC and the standard error were calculated and 
analyzed. 

To confirm the difference in the peak knee extensor 
torque values that were obtained from the fixed HHD, 
non-fixed HHD, and isokinetic dynamometer tests in 
the sitting and supine positions, as well as to analyze the 

Table 1. Descriptive statistics of fixed and non-fixed 
HHD isokinetic dynamometer (unit, Nm)

Mean SD
Fixed HHD

   Supine Rt.a) 66.03 24.17

   Seat Rt.a) 59.22 17.44

   Supine Lt. 65.69 20.44

   Seat Lt. 58.12 17.09

Non-fixed HHD

   Supine Rta) 49.82b,c) 14.05

   Seat Rt.a) 46.76b,c) 9.80

   Supine Lt.a) 56.35b,c) 15.74

   Seat Lt.a) 52.66 12.85

Isokinetic dynamometer

   Supine Rt.a) 69.63 18.11

   Seat Rt.a) 65.58 15.63

   Supine Lt. 66.47 19.25

   Seat Lt. 59.67 15.60
HHD, hand-held dynamometer; Rt., right; Lt., left; SD, 
standard deviation.
a)p<0.05 difference between the result of supine position 
and seat position. b)p<0.05 difference between the result 
of isokinetic dynamometer and non-fixed HHD. c)p<0.05 
difference between the result of fixed HHD and non-
fixed HHD.

Table 2. Pearson correlation coefficient (r) between fixed 
HHD and non-fixed HHD methods according to iso-
kinetic dynamometer

Pearson correlation coefficient
Fixed HHD

   Supine Rt. 0.806*

   Supine Lt. 0.524*

   Seat Rt. 0.473*

   Seat Lt. 0.294

Non-fixed HHD

   Supine Rt. 0.185

   Supine Lt. 0.384*

   Seat Rt. 0.001

   Seat Lt. 0.016
HHD, hand-held dynamometer; Rt., right; Lt., left.
*p<0.05 was considered significant. 
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validity of the tests, a paired samples t-test and a Pearson 
correlation analysis were conducted. For statistical analy-
sis, SPSS ver. 17.0 (SPSS Inc., Chicago, IL, USA) was used.

RESULTS

The mean peak torque values that were obtained from 
the HHD method in the sitting and supine positions 
were less than those from the isokinetic dynamometer 

method. However, in the paired samples t-test, no sta-
tistically significant difference between the fixed HHD 
method and the isokinetic dynamometer method was 
observed. However, the mean peak torque values of the 
knee extensor, which were obtained from the non-fixed 
HHD method, showed a statistically significant difference 
from those obtained from the isokinetic dynamometer 
method, excluding the left leg value that was measured in 
the sitting position (Table 1). In the Pearson correlation 

Fig. 4. Correlation of fixed HHD and non-fixed HHD methods (x-axis) with isokinetic dynamometer (y-axis) in a scat-
ter diagram. HHD, hand-held dynamometer; Rt., right; Lt., left. *p<0.05 was considered significant.
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analysis of the isokinetic dynamometer test results (Table 
2), the peak torque values (right r=0.806 and left r=0.524) 
of both knee extensors, which were measured using the 
fixed HHD method in the supine position, showed a high 
correlation with those from the isokinetic dynamometer 
method (p<0.05). However, in the sitting position, only 
the right leg value (r=0.473) showed a significant cor-
relation (p<0.05). In the non-fixed HHD method, only 
the left knee joint value in the supine position showed a 
significant Pearson correlation coefficient value (r=0.384, 
p<0.05), whereas the rest did not show significant values 
(Fig. 4).

The inter-rater ICC values in the fixed HHD method 
ranged from 0.952 to 0.984, and those in the non-fixed 
HHD method were from 0.940 to 0.963. Thus, both meth-
ods demonstrated significantly high reliability; yet, the 
fixed HHD method values were higher than the non-fixed 
HHD method values (Table 3). The intra-rater ICC values 
in the fixed HHD method ranged from 0.968 to 0.985, in-
dicating a high reliability (Table 4).

The mean isometric peak torque values of both knee 
extensors in the supine position were higher than those 
in the sitting position in both the HHD and isokinetic 
dynamometer tests (Table 1). The paired samples t-test 
analysis showed that the peak torque of the right knee 
extensor values of both the isokinetic dynamometer and 
fixed HHD tests in the supine position were significantly 
greater than those in the sitting position, whereas the 
peak torque of the left knee extensor did not show a sta-

tistically significant difference. In the non-fixed HHD 
test, the values of the peak torque of both knee extensors 
in the supine position were significantly greater than 
those in the sitting position (Table 1). As a result of the 
Pearson correlation analysis, the correlation coefficients 
of the fixed HHD measurements obtained in the supine 
position were 0.806 (right) and 0.524 (left), which show a 
high correlation with those of the isokinetic dynamom-
eter measurements (p<0.05). However, in the sitting posi-
tion, only the right leg values showed such a correlation, 
with a 0.473 correlation coefficient (p<0.05) (Table 2). 
In the Pearson correlation analysis, only the non-fixed 
HHD measurements in the supine position from the left 
leg showed a correlation with the isokinetic dynamom-
eter measurements, with a 0.384 correlation coefficient 
(p<0.05) (Table 2).

DISCUSSION

HHD is inexpensive, easy to carry and use. However, 
many factors affect the test results, and its reliability is 
known to not be very high. In this study, a test method 
with the advantage of the HHD and of enhanced reli-
ability is suggested and compared with the isokinetic 
dynamometer method in order to confirm its validity. 
When the HHD was fixed on the leg using a specially pre-
pared band, higher validity and reliability were observed 
than when the rater held it with one hand. In terms of the 
position, higher validity was observed in the supine posi-
tion than in the sitting position.

Other than the HHD fixation method, which was an 
independent variable and the test position, factors that 
could have affected the reliability of the HHD test results 
were attempted to be controlled in this study. In the 
HHD test, the make-test is the method with which the 

Table 3. ICC and SEM of fixed HHD and non-fixed HHD 
methods by three testers

ICC SEM
Fixed HHD

   Supine Rt. 0.984 2.9

   Supine Lt. 0.952 3.88

   Seat Rt. 0.984 2.16

   Seat Lt. 0.983 2.09

Non-fixed HHD

   Supine Rt. 0.963 2.58

   Supine Lt. 0.95 3.39

   Seat Rt. 0.94 2.28

   Seat Lt. 0.962 2.61

HHD, hand-held dynamometer; ICC, intraclass correla-
tion coefficient; SEM, standard error of measurement; 
Rt., right; Lt., left.

Table 4. Intra-rater reliability of fixed HHD method

ICC SEM
Fixed HHD

   Supine Rt. 0.976 2.48

   Supine Lt. 0.981 2.20

   Seat Rt. 0.968 2.86

   Seat Lt. 0.985 1.96

HHD, hand-held dynamometer; ICC, intraclass correla-
tion coefficient; SEM, standard error of measurement; 
Rt., right; Lt., left.
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subject applied a force to the HHD while the rater was 
trying not to move it. The break-test is the method with 
which the rater attempted to overcome the force that 
the subject applied to his/her ankle using the HHD. The 
reliability of the make-test is known to be higher than 
that of the break-test [21]; thus, the non-fixed or hand-
held method was measured using the make-test method 
in this study. The reliability of the HHD test is known 
to increase when the rater is stronger than the subject 
[22]. In this study, male raters who had strong muscle 
forces and were trained with the HDD test were selected 
to control their muscle force and proficiency. Through 
the HHD fixation, the factors which could affect the rater 
or the subject in the non-fixed method were excluded. 
When the knee extensor strength values in the fixed and 
non-fixed HHD tests were compared with those in the 
isokinetic dynamometer test, no statistically significant 
difference was observed between the fixed HHD and 
isokinetic dynamometer; however, most of the non-fixed 
HHD test values were confirmed to have significantly dif-
fered from those of the isokinetic dynamometer test. Un-
like the isokinetic dynamometer and fixed HHD tests, the 
non-fixed HHD test conveyed a high peak torque value 
in the left leg. The reliability of the test-retest method was 
high regardless of the fixation type, but that of the fixed 
method was confirmed to have been higher than that of 
the non-fixed method. The difference that was observed 
between the fixed and non-fixed methods might have 
been due to systemic error [23]. A systemic error is a bias 
that consistently occurs in a specific direction, revealing 
a correspondence between the measured value and the 
true value. When the rater resists the subject’s leg force to 
maintain his/her measurement position, a systemic error 
increases in case the rater’s force against the subject is 
not strong enough. After the HHD was fixed on the porta-
ble device using a belt, the systemic error decreased and 
the validity was enhanced, unlike in the non-fixed HHD 
method.

In the fixed HHD test with the 35o flexed knee joint, the 
values in the supine position and of the right leg showed 
the greatest correlation with those of the isokinetic dy-
namometer test. With the 90o knee joint, the isometric 
extensor muscle force in the sitting position was report-
edly 10.6% greater than in the supine position [18]; how-
ever, in the study with the 35o flexed knee joint, higher 
measured values (right 5.82% and left 10.23%) were ob-

tained in the supine position than in the sitting position. 
This might have been due to the optimal muscle length 
at the moment of the peak muscle force [24] and to the 
muscle length, which changes according to the angles of 
the knee and hip joints in the sitting or supine positions. 
According to the previous study, the isometric muscle 
force of the rectus femoris muscle was confirmed to have 
been greater with the 35o flexed knee joint than with the 
75o flexed knee joint, through the measurement of the 
electromyography signals [25]. In addition, the reliabil-
ity of the values in the supine position was higher than 
in the sitting position, because the supine position was 
more convenient than the sitting position for the elderly 
subjects [26] and moreover, it was deemed more stable 
in maintaining the measurement position during the test 
period. To form a definitive conclusion, further studies 
on the position may be needed in the future. 

The accuracy of the right leg measurement was supe-
rior to that of the left leg measurement because the right 
leg was the dominant leg in all the subjects. However, 
no standard on the differentiation of the dominant leg 
from the non-dominant leg could be prepared in this 
study. Before the reliability of the determination of the 
dominant leg is evaluated, an accurate method of deter-
mining the dominant leg should be established; hence, 
additional validation studies may be needed for left leg 
dominance.

One of the limitations of this study is that the subjects 
were limited to young women. As a preliminary study to 
investigate the reliability and validity of the HHD test ac-
cording to the position and type of the fixation, the sub-
jects were restricted to young women in order to control 
the variables and to simplify the study structure. To gen-
eralize the results of this study, additional studies with 
both men and women, in addition to the elderly who 
clinically need measurement of their leg muscle strength, 
may be needed. The other limitation of this study is the 
random allocation of measurement. On the first day, the 
isokinetic dynamometer test and the fixed HHD test were 
randomly conducted; and on the second day, the fixed 
HHD test and the non-fixed HHD test were performed. 
If the fixed HHD, non-fixed HHD, and isokinetic dyna-
mometer tests had been randomly conducted, the results 
of this study might have been more reliable. However, to 
investigate the inter-rater reliability of the test-retest fixed 
HHD method, the fixed HHD test was conducted over 
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two days, and the overall quantity of exertion among the 
subjects and the raters was evenly distributed, taking into 
consideration their muscle fatigue and concentration 
deterioration. Nevertheless, considering the high intra-
rater reliability (ICC, 0.968-0.985) of the test-retest result 
of the fixed HHD method and the high Pearson correla-
tion results of the fixed HHD test, which was conducted 
on the second day (results not shown), along with the 
isokinetic dynamometer test, the reliability was deemed 
to have not been significantly affected. 

In measuring the knee extensor strength with an HHD, 
the fixation of HHD during measurement in the supine 
position was confirmed to increase the reliability and va-
lidity in measuring quadriceps strength in this study. Be-
cause the fixed HHD method is not only more economi-
cal than the isokinetic dynamometer method, but is also 
easy to carry and use, it may be able to use in place of the 
isokinetic dynamometer method in clinical or research 
settings.
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